Intra-aortic balloon pumping device for infants.
The miniature components of an intra-aortic balloon pumping system (IABP) have been successfully developed in this laboratory and have been effectively tested both in vitro and in 32 in vivo experiments using small animals weighing 3.5--18 kg. It is reasonable to assume that IABP can be successfully employed for clinical use in infants and small children.